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Modification of the Standard Trizol-
Based Technique Improves the
Integrity of RNA Isolated from RNase-
Rich Placental Tissue

To the Editor:

Preservation of RNA integrity is im-
portant in microarray techniques for
identifying differentially expressed
genes so that results reflect true bio-
logical differences and not differ-
ences in RNA degradation (1). RNA
degradation is usually low in RNA
isolated from cultured cells (2).
When samples isolated from RNase-
rich tissues are used, however, RNA
degradation may introduce bias
(3,4).

RNA extraction using Trizol (In-
vitrogen Life Technologies) is a com-
mon procedure in microarray ex-
periments. Tissue homogenization
at room temperature (15-25°C), as
specified in the manufacturer’s pro-
tocol, generates heat that may in-
crease RNase activity. When snap-
frozen tissue pieces are processed,
only the outer surfaces are initially in
contact with Trizol, and RNase activ-
ity in the deeper regions could ad-
versely affect RNA integrity. We
modified the Trizol protocol by (a)
performing homogenization of fro-
zen placental specimens in cold
Trizol on wet ice (0—4 °C), (b) limit-
ing homogenization time to 30-s in-
tervals for up to 1.5 min to minimize
heat generation at the expense of
complete tissue disruption, and (c)
pelleting cellular debris at 12 000g for
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10 min at 4 °C rather than at room
temperature (see the Supplemental
Methods section in the Data Supple-
ment that accompanies the online
version of this Letter at http://www.
clinchem.org/content/vol52/issuel/).
Using capillary electrophoresis
[RNA 6000 Nano LabChip (Agilent)]
on an Agilent Bioanalyzer 2100 sys-
tem (5), we compared RNA obtained
by the standard method and by our
modified methods. RNA degrada-
tion, if present, would appear as a
decrease in the 285/18S ratio (Fig.
1A), with an increase in the small
RNAs peak area (peak I) and the
baseline signal (bracket). We ana-
lyzed capillary electrophoresis data
with Degradometer Ver. 1.41 soft-
ware (available at http://www.
dnaarrays.org) (2), which automati-
cally rescaled the time axis so that
the synchronization peak occurred at
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23.0 s and the 28S peak occurred at
48.0 s. Rescaling allowed analysis of
fixed time intervals: 30—41 s (degra-
dation signal range), 41-42.5 s (185
peak range), and 48 s (285 peak
range). The degradation factor (DF)
was calculated as the ratio of the
mean degradation signal value to the
18S peak value, expressed as a per-
centage. The 285/18S rRNA ratio
was also calculated. RNA degrada-
tion was categorized as follows:
strong (DF >24%), severe (DF
>16%), and detectable (DF >8%) (2).

We evaluated 7 specimens from
nonpathologic and pathologic pla-
centas of various gestational ages
(see Table 1 in the online Data Sup-
plement). The 260/280 nm ratio for
all samples was 1.97-2.13 and did not
differ between the standard and
modified methods. The mean (SE)
total RNA yield (RNA weight/pla-

Fig. 1. Effect of RNA isolation A
method and RNeasy treat-
ment on total RNA chromato-
grams.

RNA integrity was assessed by
capillary electrophoresis with flu-
orescence detection (Agilent Bio-
analyzer 2001). (A), prototype
chromatogram of total RNA con-
taining a marker peak at 24 s as ]
well as 3 prominent peaks corre- 4
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sponding to small RNAs (peak I),
18S (peak Il), and 28S (peak Il
rRNA, along with faint signals
from cellular RNAs with a broad 50
range of molecular weights B
(bracket). (B), scaled capillary
electrophoresis chromatograms 40
of RNA from the same placenta
(sample 1) isolated by the 2
methods, showing that the modi-
fied RNA isolation technique im-
proved the RNA profile. Isolation
under modified (cooled) condi-
tions increased the 28S/18S
rRNA ratio and decreased both
the area of the small-RNA peak
and peak signals in the region
between the small-RNA and 18S
peaks. Black line, RNA isolated at
room temperature by the stan-
dard Trizol-based method; gray
line, RNA isolated at 0—4 °C by
the modified Trizol-based method.
(C), comparison of RNA profiles of
samples before and after the
RNeasy cleanup. The post-RNeasy
profile shows an increased 28S/
18S rRNA ratio and considerably
decreased peaks attributable to
small RNAs (arrow). Black line,
total RNA profile before RNeasy
cleanup; gray line, total RNA pro-
file after RNeasy cleanup.
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cental tissue weight X 100) was 0.13
(0.03) with the standard Trizol
method and 0.12 (0.04) with the mod-
ified technique. Incomplete homoge-
nization with the modified method
did not markedly affect the RNA
yield (P = 0.48). The mean DF of
RNA samples processed at room
temperature was 14.8 (1.8)%, with a
mean 285/18S ratio of 0.76 (0.09). For
RNA extraction under temperature-
controlled conditions (0-4 °C), the
mean DF decreased to 8.2 (1.6)% (P =
0.0005), and the 28S/18S ratio in-
creased to 1.14(0.2) (P = 0.005).
Cooling produced a 44% decrease in
the DF and a 32% increase in the
285/18S ratio. During standard RNA
isolation, the temperature of the
Trizol reagent increased by 8 °C dur-
ing homogenization, whereas the
temperature remained constant dur-
ing intermittent homogenization per-
formed on ice. Chromatograms of
total RNA from 1 placenta isolated
by the 2 methods showed the en-
hancement of RNA quality with the
modified Trizol method (Fig. 1B).
With the modified protocol, all DFs
were near or below 8%.

We evaluated the effect of RNeasy
cleanup on RNA integrity. Total
RNAs were processed with the
RNeasy Minikit (Qiagen) according
to the manufacturer’s instructions.
Using the Agilent RNA 6000 Nano
LabChip assay as described above,
we evaluated total RNA isolated
from 4 placentas before and after
RNeasy cleanup. The mean DF de-
creased 30% after RNeasy cleanup
(P = 0.14). The height of the small
RNAs peak, as expected, decreased
(P = 0.00001; see Table 1 in the online
Data Supplement), whereas the 285/
18S ratio unexpectedly increased by
23% (P = 0.01; Fig. 1C), suggesting
that high-molecular-weight RNA
(such as 285 rRNA) preferentially
binds to the RNeasy columns. These
data suggest that RNeasy treatment
may artificially improve the RNA
profile, leading to underestimation
of RNA degradation. The reported
DF should therefore be calculated
before RNeasy clean-up.

Limiting RNA degradation during
tissue processing and quantifying
RNA degradation by DF are impor-
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tant, particularly when clinical sam-
ples are used, because time intervals
from sample procurement to RNA
preservation impact RNA integrity (6).
The use of RNA with comparable low
DFs should provide microarray results
that more accurately reflect biology
rather than variable RNA degradation.

We thank Mary McKenney for excel-
lent editorial advice and the Sandler
Genomic Core, University of Califor-
nia San Francisco, for use of the Agi-
lent Bioanalyzer 2100. This study was
supported by the Reproductive Scien-
tific Training Program (Grant NICHD
5K12HD00849) and the March of
Dimes (to V.D.W.); and by Grant
HD30367 from the NIH (to S.J.F.).

References

1. Berger SL, Cooper HL. Very short-lived and sta-
ble mRNAs from resting human lymphocytes.
Proc Natl Acad Sci U S A 1975;72:3873-7.

2. Auer H, Lyianarachchi S, Newsom D, Klisovic M,
Marcucci G, Kornacker K, et al. Chipping away at
the chip bias: RNA degradation in microarray
analysis. Nat Genet 2003;35:292-3.

3. Chirgwin JM, Praybyla AE, MacDonald RJ, Rutter
WJ. Isolation of biologically active ribonucleic
acid from sources enriched in ribonuclease.
Biochemistry 1979;18:5294-9.

4. Krosting J, Latham G. RNase activity in mouse
tissue: classification, hierarchy, and methods
for control. Ambion TechNotes, Vol. 12, issue 3.
Austin, TX: Ambion, 2005.

5. Van de Goor TA. The principle and promise of
labchip technology. Pharma Genomics 2003;3:
16-8.

6. Spruessel A, Steimann G, Jung M, Lee SA, Carr
T, Fentz AK, et al. Tissue ischemia time affects
gene and protein expression patterns within
minutes following surgical tumor excision. Bio-
techniques 2004;36:1030-7.

Ronit Haimov-Kochman
Susan J. Fisher'?*
Virginia D. Winn?

! Department of Cell

and Tissue Biology

2 Department of Obstetrics,
Gynecology, and Reproductive Sciences
3 Department of Anatomy

and

* Department of

Pharmaceutical Chemistry

University of California

San Francisco, CA

* Address correspondence to this au-
thor at: Department of Obstetrics, Gyne-
cology and Reproductive Sciences Uni-
versity of California San Francisco, 513

Parnassus St., Box 512, San Francisco, CA
94143. Fax 415-476-1635; e-mail winnv@
obgyn.ucsf.edu.

DOI: 10.1373/ clinchem.2005.059758

First-Trimester Down Syndrome
Screening

To the Editor:

The literature on invasive tropho-
blast antigen (ITA) as a Down syn-
drome marker in either maternal
urine or serum has been remarkably
inconsistent, and very few data on
the utility of ITA as a first-trimester
marker have been published. We
therefore read with interest the study
on maternal serum ITA and first-
trimester Down syndrome screening
by Palomaki et al. (1). Unfortunately,
we feel that this study does little to
clarify the utility of ITA.

The dataset for the study by Palo-
maki et al. consists of 54 Down syn-
drome cases and 276 controls from a
previously published NIH trial of
first-trimester ~Down  syndrome
screening in which free B-human
chorionic gonadotropin (hCG), in-
tact hCG, and pregnancy-associated
plasma protein-A (PAPP-A) were
evaluated. ITA could therefore have
been compared with the other serum
markers in the same sample set, and
because there is significant correla-
tion among the hCG analytes, this
would seem the ideal analysis. How-
ever, the data on free B-hCG, intact
hCG, and PAPP-A obtained from
this sample set were not used in the
modeling. Rather, the required val-
ues for the modeling were taken ei-
ther from the Serum, Urine, and Ul-
trasound Screening Study (SURUSS)
trial (a study only slightly larger than
the current study) or from an unpub-
lished metaanalysis (which therefore
cannot be evaluated). Indeed, exactly
which parameters were used in the
model was not at all clear because
there was a discrepancy between the
Material and Methods section in the
report by Palomaki et al. (1), which
indicated that SURUSS parameters
were used, and the footnotes to the
tables, which indicated that meta-
analysis was used. Furthermore, to



